## Diving Medicine & Recompression Chamber Operations

<table>
<thead>
<tr>
<th>Page</th>
<th>Section</th>
</tr>
</thead>
<tbody>
<tr>
<td>19</td>
<td>Diving Disorders Not Requiring Recompression Therapy</td>
</tr>
<tr>
<td>20</td>
<td>Diving Disorders Requiring Recompression Therapy</td>
</tr>
<tr>
<td>21</td>
<td>Recompression Therapy</td>
</tr>
<tr>
<td>22</td>
<td>Recompression Chamber Operation</td>
</tr>
</tbody>
</table>

### Appendixes

- Appendix 5A: Neurological Examination
- Appendix 5B: First Aid
- Appendix 5C: Dangerous Marine Animals
<table>
<thead>
<tr>
<th>Chap/Para</th>
<th>Section Title</th>
<th>Page</th>
</tr>
</thead>
<tbody>
<tr>
<td>19</td>
<td>Diving Disorders Not Requiring Recompression Therapy</td>
<td></td>
</tr>
<tr>
<td>19-1</td>
<td>Introduction</td>
<td>19-1</td>
</tr>
<tr>
<td>19-1.1</td>
<td>Purpose</td>
<td>19-1</td>
</tr>
<tr>
<td>19-1.2</td>
<td>Scope</td>
<td>19-1</td>
</tr>
<tr>
<td>19-2</td>
<td>Breathing Gas Disorders</td>
<td>19-1</td>
</tr>
<tr>
<td>19-2.1</td>
<td>Oxygen Deficiency (Hypoxia)</td>
<td>19-1</td>
</tr>
<tr>
<td>19-2.1.1</td>
<td>Causes of Hypoxia</td>
<td>19-2</td>
</tr>
<tr>
<td>19-2.1.2</td>
<td>Treating Hypoxia</td>
<td>19-2</td>
</tr>
<tr>
<td>19-2.1.3</td>
<td>Unconsciousness Due to Hypoxia</td>
<td>19-2</td>
</tr>
<tr>
<td>19-2.1.4</td>
<td>Treating Hypoxia in Specific Operational Environments</td>
<td>19-2</td>
</tr>
<tr>
<td>19-2.2</td>
<td>Carbon Monoxide Poisoning</td>
<td>19-2</td>
</tr>
<tr>
<td>19-2.3</td>
<td>Carbon Dioxide Toxicity (Hypercapnia)</td>
<td>19-2</td>
</tr>
<tr>
<td>19-2.3.1</td>
<td>Causes of Carbon Dioxide Buildup</td>
<td>19-3</td>
</tr>
<tr>
<td>19-2.3.2</td>
<td>Treating Hypercapnia</td>
<td>19-3</td>
</tr>
<tr>
<td>19-2.3.3</td>
<td>Treating Hypercapnia in Specific Operational Environments</td>
<td>19-3</td>
</tr>
<tr>
<td>19-2.4</td>
<td>Oxygen Toxicity</td>
<td>19-3</td>
</tr>
<tr>
<td>19-2.4.1</td>
<td>Central Nervous System (CNS) Oxygen Toxicity</td>
<td>19-3</td>
</tr>
<tr>
<td>19-2.4.2</td>
<td>Symptoms of CNS Oxygen Toxicity</td>
<td>19-4</td>
</tr>
<tr>
<td>19-2.4.3</td>
<td>Treating a Tethered Diver</td>
<td>19-4</td>
</tr>
<tr>
<td>19-2.4.4</td>
<td>Treating a Free-Swimming Diver</td>
<td>19-4</td>
</tr>
<tr>
<td>19-2.4.5</td>
<td>Treatment for CNS Convulsions</td>
<td>19-4</td>
</tr>
<tr>
<td>19-2.4.6</td>
<td>Treating CNS Oxygen Toxicity in Specific Operational Environments</td>
<td>19-5</td>
</tr>
<tr>
<td>19-2.5</td>
<td>Nitrogen Narcosis</td>
<td>19-5</td>
</tr>
<tr>
<td>19-2.5.1</td>
<td>Symptoms of Nitrogen Narcosis</td>
<td>19-5</td>
</tr>
<tr>
<td>19-2.5.2</td>
<td>Treatment of Nitrogen Narcosis</td>
<td>19-5</td>
</tr>
<tr>
<td>19-2.5.3</td>
<td>Nitrogen Narcosis in MK 16</td>
<td>19-5</td>
</tr>
<tr>
<td>19-2.6</td>
<td>Hyperventilation</td>
<td>19-5</td>
</tr>
<tr>
<td>19-2.7</td>
<td>Shortness of Breath (Dyspnea)</td>
<td>19-5</td>
</tr>
<tr>
<td>19-3</td>
<td>Pulmonary Overinflation Syndromes</td>
<td>19-6</td>
</tr>
<tr>
<td>19-3.1</td>
<td>Mediastinal and Subcutaneous Emphysema</td>
<td>19-6</td>
</tr>
<tr>
<td>19-3.1.1</td>
<td>Causes of Subcutaneous Emphysema</td>
<td>19-6</td>
</tr>
<tr>
<td>19-3.1.2</td>
<td>Treatment of Mediastinal and Subcutaneous Emphysema</td>
<td>19-6</td>
</tr>
<tr>
<td>19-3.2</td>
<td>Pneumothorax</td>
<td>19-7</td>
</tr>
<tr>
<td>19-3.2.1</td>
<td>Symptoms of Pneumothorax</td>
<td>19-7</td>
</tr>
<tr>
<td>19-3.2.2</td>
<td>Treating Pneumothorax</td>
<td>19-7</td>
</tr>
<tr>
<td>19-3.3</td>
<td>Prevention of Pulmonary Overinflation Syndrome</td>
<td>19-7</td>
</tr>
<tr>
<td>19-4</td>
<td>Barotrauma</td>
<td>19-8</td>
</tr>
<tr>
<td>Chap/Para</td>
<td>Page</td>
<td></td>
</tr>
<tr>
<td>-----------</td>
<td>------</td>
<td></td>
</tr>
<tr>
<td>19-4.1</td>
<td>19-8</td>
<td></td>
</tr>
<tr>
<td>19-4.1.1</td>
<td>19-9</td>
<td></td>
</tr>
<tr>
<td>19-4.1.2</td>
<td>19-9</td>
<td></td>
</tr>
<tr>
<td>19-4.1.3</td>
<td>19-9</td>
<td></td>
</tr>
<tr>
<td>19-4.2</td>
<td>19-10</td>
<td></td>
</tr>
<tr>
<td>19-4.2.1</td>
<td>19-10</td>
<td></td>
</tr>
<tr>
<td>19-4.2.2</td>
<td>19-10</td>
<td></td>
</tr>
<tr>
<td>19-4.3</td>
<td>19-10</td>
<td></td>
</tr>
<tr>
<td>19-4.3.1</td>
<td>19-10</td>
<td></td>
</tr>
<tr>
<td>19-4.3.2</td>
<td>19-10</td>
<td></td>
</tr>
<tr>
<td>19-4.4</td>
<td>19-11</td>
<td></td>
</tr>
<tr>
<td>19-4.4.1</td>
<td>19-11</td>
<td></td>
</tr>
<tr>
<td>19-4.4.2</td>
<td>19-11</td>
<td></td>
</tr>
<tr>
<td>19-5</td>
<td>19-11</td>
<td></td>
</tr>
<tr>
<td>19-5.1</td>
<td>19-11</td>
<td></td>
</tr>
<tr>
<td>19-5.1.1</td>
<td>19-11</td>
<td></td>
</tr>
<tr>
<td>19-5.1.2</td>
<td>19-12</td>
<td></td>
</tr>
<tr>
<td>19-5.2</td>
<td>19-12</td>
<td></td>
</tr>
<tr>
<td>19-6</td>
<td>19-13</td>
<td></td>
</tr>
<tr>
<td>19-6.1</td>
<td>19-13</td>
<td></td>
</tr>
<tr>
<td>19-6.1.1</td>
<td>19-13</td>
<td></td>
</tr>
<tr>
<td>19-6.1.2</td>
<td>19-13</td>
<td></td>
</tr>
<tr>
<td>19-6.1.3</td>
<td>19-13</td>
<td></td>
</tr>
<tr>
<td>19-6.2</td>
<td>19-13</td>
<td></td>
</tr>
<tr>
<td>19-7</td>
<td>19-14</td>
<td></td>
</tr>
<tr>
<td>19-7.1</td>
<td>19-14</td>
<td></td>
</tr>
<tr>
<td>19-7.1.1</td>
<td>19-14</td>
<td></td>
</tr>
<tr>
<td>19-7.1.2</td>
<td>19-14</td>
<td></td>
</tr>
<tr>
<td>19-7.1.3</td>
<td>19-14</td>
<td></td>
</tr>
<tr>
<td>19-7.2</td>
<td>19-14</td>
<td></td>
</tr>
<tr>
<td>19-7.2.1</td>
<td>19-15</td>
<td></td>
</tr>
<tr>
<td>19-7.2.2</td>
<td>19-15</td>
<td></td>
</tr>
<tr>
<td>19-7.2.3</td>
<td>19-15</td>
<td></td>
</tr>
<tr>
<td>19-7.3</td>
<td>19-15</td>
<td></td>
</tr>
<tr>
<td>19-8</td>
<td>19-16</td>
<td></td>
</tr>
<tr>
<td>19-8.1</td>
<td>19-16</td>
<td></td>
</tr>
<tr>
<td>19-8.2</td>
<td>19-16</td>
<td></td>
</tr>
<tr>
<td>19-8.2.1</td>
<td>19-16</td>
<td></td>
</tr>
<tr>
<td>19-8.2.2</td>
<td>19-17</td>
<td></td>
</tr>
<tr>
<td>19-8.3</td>
<td>19-17</td>
<td></td>
</tr>
<tr>
<td>Chap/Para</td>
<td>Page</td>
<td></td>
</tr>
<tr>
<td>-----------</td>
<td>------</td>
<td></td>
</tr>
<tr>
<td>21-5.2</td>
<td>Recompression Treatments When Oxygen Is Not Available.</td>
<td>21-12</td>
</tr>
<tr>
<td>21-5.2.1</td>
<td>Descent/Ascent Rates for Air Treatment Tables.</td>
<td>21-12</td>
</tr>
<tr>
<td>21-5.3</td>
<td>Treatment at Altitude</td>
<td>21-12</td>
</tr>
<tr>
<td>21-5.4</td>
<td>Recompression Treatments When Oxygen Is Available.</td>
<td>21-12</td>
</tr>
<tr>
<td>21-5.4.1</td>
<td>Treatment Table 5</td>
<td>21-12</td>
</tr>
<tr>
<td>21-5.4.2</td>
<td>Treatment Table 6</td>
<td>21-13</td>
</tr>
<tr>
<td>21-5.4.3</td>
<td>Treatment Table 6A</td>
<td>21-14</td>
</tr>
<tr>
<td>21-5.4.4</td>
<td>Treatment Table 4</td>
<td>21-14</td>
</tr>
<tr>
<td>21-5.4.5</td>
<td>Treatment Table 7</td>
<td>21-15</td>
</tr>
<tr>
<td>21-5.4.6</td>
<td>Treatment Table 8</td>
<td>21-17</td>
</tr>
<tr>
<td>21-5.4.7</td>
<td>Treatment Table 9</td>
<td>21-18</td>
</tr>
<tr>
<td>21-5.5</td>
<td>Tending the Patient</td>
<td>21-18</td>
</tr>
<tr>
<td>21-5.5.1</td>
<td>DMO or DMT Inside Tender</td>
<td>21-18</td>
</tr>
<tr>
<td>21-5.5.2</td>
<td>Use of DMO</td>
<td>21-18</td>
</tr>
<tr>
<td>21-5.5.3</td>
<td>Patient Positioning</td>
<td>21-19</td>
</tr>
<tr>
<td>21-5.5.4</td>
<td>Equalizing During Descent</td>
<td>21-19</td>
</tr>
<tr>
<td>21-5.5.5</td>
<td>Inside Tender Responsibilities</td>
<td>21-19</td>
</tr>
<tr>
<td>21-5.5.6</td>
<td>Oxygen Breathing and Toxicity During Treatments</td>
<td>21-19</td>
</tr>
<tr>
<td>21-5.5.7</td>
<td>Ancillary Care and Adjunctive Treatments</td>
<td>21-20</td>
</tr>
<tr>
<td>21-5.5.8</td>
<td>Sleeping and Eating</td>
<td>21-21</td>
</tr>
<tr>
<td>21-5.6</td>
<td>Recompression Chamber Life-Support Considerations</td>
<td>21-21</td>
</tr>
<tr>
<td>21-5.6.1</td>
<td>Minimum Manning Requirements</td>
<td>21-22</td>
</tr>
<tr>
<td>21-5.6.2</td>
<td>Optimum Manning Requirements</td>
<td>21-22</td>
</tr>
<tr>
<td>21-5.6.3</td>
<td>Oxygen Control</td>
<td>21-22</td>
</tr>
<tr>
<td>21-5.6.4</td>
<td>Carbon Dioxide Control</td>
<td>21-23</td>
</tr>
<tr>
<td>21-5.6.5</td>
<td>Temperature Control</td>
<td>21-23</td>
</tr>
<tr>
<td>21-5.6.6</td>
<td>Chamber Ventilation</td>
<td>21-24</td>
</tr>
<tr>
<td>21-5.6.7</td>
<td>Access to Chamber Occupants</td>
<td>21-25</td>
</tr>
<tr>
<td>21-5.6.8</td>
<td>Inside Tenders</td>
<td>21-25</td>
</tr>
<tr>
<td>21-5.7</td>
<td>Loss of Oxygen During Treatment</td>
<td>21-26</td>
</tr>
<tr>
<td>21-5.7.1</td>
<td>Compensation</td>
<td>21-26</td>
</tr>
<tr>
<td>21-5.7.2</td>
<td>Switching to Air Treatment Table</td>
<td>21-26</td>
</tr>
<tr>
<td>21-5.8</td>
<td>Use of High-Oxygen Mixes</td>
<td>21-26</td>
</tr>
<tr>
<td>21-5.9</td>
<td>Treatment at Altitude - Tender Considerations</td>
<td>21-27</td>
</tr>
</tbody>
</table>

**21-6** POST-TREATMENT CONSIDERATIONS | 21-28
| 21-6.1    | Post-Treatment Observation Period | 21-28 |
| 21-6.2    | Post-Treatment Transfer | 21-28 |
| 21-6.3    | Inside Tenders | 21-28 |
| 21-6.4    | Flying After Treatments | 21-28 |
| 21-6.4.1  | Emergency Air Evacuation | 21-28 |
| 21-6.4.2  | Tender Surface Interval | 21-29 |
| 21-6.5    | Treatment of Residual Symptoms | 21-29 |
| 21-6.5.1  | Additional Recompression Treatments | 21-29 |
| 21-6.6    | Returning to Diving after Treatment Table 5 | 21-29 |
21-7 NON-STANDARD TREATMENTS ............................................. 21-30

21-8 RECOMPRESSION TREATMENT ABORT PROCEDURES ............... 21-30
21-8.1 Death During Treatment .............................................. 21-30
21-8.2 Oxygen Breathing Periods During Abort Procedure .................. 21-30
21-8.3 Impending Natural Disasters or Mechanical Failures ............... 21-30

21-9 EMERGENCY MEDICAL EQUIPMENT ..................................... 21-31
21-9.1 Primary Emergency Kit ............................................... 21-31
21-9.2 Emergency Kits ...................................................... 21-31
21-9.2.1 Primary Emergency Kit ....................................... 21-31
21-9.2.2 Secondary Emergency Kit .................................... 21-31
21-9.2.3 Portable Monitor-Defibrillator ................................ 21-32
21-9.3 Use of Emergency Kits ............................................... 21-32
21-9.3.1 Modification of Emergency Kits ................................ 21-32

22 RECOMPRESSION CHAMBER OPERATION .................................. 22-1

22-1 INTRODUCTION ............................................................. 22-1
22-1.1 Purpose ................................................................. 22-1
22-1.2 Scope ................................................................. 22-1

22-2 DESCRIPTION ............................................................. 22-1
22-2.1 Basic Requirements .................................................. 22-1
22-2.1.1 Chamber Volume .................................................. 22-6
22-2.2 Modernized Chamber ............................................... 22-6
22-2.3 Transportable Recompression Chamber System (TRCS) ............. 22-6
22-2.4 Fly Away Recompression Chamber (FARCC) .......................... 22-6
22-2.5 Standard Features ................................................... 22-7
22-2.5.1 Labeling ........................................................... 22-8
22-2.5.2 Inlet and Exhaust Ports ....................................... 22-9
22-2.5.3 Pressure Gauges .................................................. 22-9
22-2.5.4 Relief Valves ....................................................... 22-9
22-2.5.5 Communications System ....................................... 22-9
22-2.5.6 Lighting Fixtures .................................................. 22-9

22-3 STATE OF READINESS ................................................... 22-10

22-4 GAS SUPPLY .............................................................. 22-10
22-4.1 Capacity ............................................................... 22-11

22-5 OPERATION ............................................................... 22-12
<table>
<thead>
<tr>
<th>Chap/Para</th>
<th>Page</th>
</tr>
</thead>
<tbody>
<tr>
<td>22-5.1</td>
<td>Predive Checklist</td>
</tr>
<tr>
<td>22-5.2</td>
<td>Safety Precautions</td>
</tr>
<tr>
<td>22-5.3</td>
<td>General Operating Procedures</td>
</tr>
<tr>
<td>22-5.3.1</td>
<td>Tender Change-Out</td>
</tr>
<tr>
<td>22-5.3.2</td>
<td>Lock-In Operations</td>
</tr>
<tr>
<td>22-5.3.3</td>
<td>Lock-Out Operations</td>
</tr>
<tr>
<td>22-5.3.4</td>
<td>Gag Valves</td>
</tr>
<tr>
<td>22-5.4</td>
<td>Ventilation</td>
</tr>
<tr>
<td>22-5.4.1</td>
<td>Chamber Ventilation Bill</td>
</tr>
<tr>
<td>22-5.4.2</td>
<td>Notes on Chamber Ventilation</td>
</tr>
<tr>
<td>22-6</td>
<td>CHAMBER MAINTENANCE</td>
</tr>
<tr>
<td>22-6.1</td>
<td>Postdive Checklist</td>
</tr>
<tr>
<td>22-6.2</td>
<td>Scheduled Maintenance</td>
</tr>
<tr>
<td>22-6.2.1</td>
<td>Inspections</td>
</tr>
<tr>
<td>22-6.2.2</td>
<td>Corrosion</td>
</tr>
<tr>
<td>22-6.2.3</td>
<td>Painting Steel Chambers</td>
</tr>
<tr>
<td>22-6.2.4</td>
<td>Recompression Chamber Paint Process Instruction</td>
</tr>
<tr>
<td>22-6.2.5</td>
<td>Aluminum Chambers</td>
</tr>
<tr>
<td>22-6.2.6</td>
<td>Fire Hazard Prevention</td>
</tr>
<tr>
<td>22-7</td>
<td>DIVER CANDIDATE PRESSURE TEST</td>
</tr>
<tr>
<td>22-7.1</td>
<td>Candidate Requirements</td>
</tr>
<tr>
<td>22-7.2</td>
<td>Inside Tender Requirements</td>
</tr>
<tr>
<td>22-7.3</td>
<td>Procedure</td>
</tr>
<tr>
<td>22-7.3.1</td>
<td>References</td>
</tr>
<tr>
<td>5A</td>
<td>NEUROLOGICAL EXAMINATION</td>
</tr>
<tr>
<td>5A-1</td>
<td>INTRODUCTION</td>
</tr>
<tr>
<td>5A-2</td>
<td>INITIAL ASSESSMENT OF DIVING INJURIES</td>
</tr>
<tr>
<td>5A-3</td>
<td>NEUROLOGICAL ASSESSMENT</td>
</tr>
<tr>
<td>5A-3.1</td>
<td>Mental Status</td>
</tr>
<tr>
<td>5A-3.2</td>
<td>Coordination (Cerebellar/Inner Ear Function)</td>
</tr>
<tr>
<td>5A-3.3</td>
<td>Cranial Nerves</td>
</tr>
<tr>
<td>5A-3.4</td>
<td>Motor</td>
</tr>
<tr>
<td>5A-3.4.1</td>
<td>Extremity Strength</td>
</tr>
<tr>
<td>5A-3.4.2</td>
<td>Muscle Size</td>
</tr>
<tr>
<td>5A-3.4.3</td>
<td>Muscle Tone</td>
</tr>
<tr>
<td>5A-3.4.4</td>
<td>Involuntary Movements</td>
</tr>
<tr>
<td>5A-3.5</td>
<td>Sensory Function</td>
</tr>
<tr>
<td>5A-3.5.1</td>
<td>Sensory Examination</td>
</tr>
<tr>
<td>5A-3.5.2</td>
<td>Sensations</td>
</tr>
<tr>
<td>Chap/Para</td>
<td>Page</td>
</tr>
<tr>
<td>----------</td>
<td>------</td>
</tr>
<tr>
<td>5A-3.5.3</td>
<td>Instruments. .............................. 5A-10</td>
</tr>
<tr>
<td>5A-3.5.4</td>
<td>Testing the Trunk.......................... 5A-10</td>
</tr>
<tr>
<td>5A-3.5.5</td>
<td>Testing Limbs................................ 5A-10</td>
</tr>
<tr>
<td>5A-3.5.6</td>
<td>Testing the Hands............................ 5A-10</td>
</tr>
<tr>
<td>5A-3.5.7</td>
<td>Marking Abnormalities....................... 5A-10</td>
</tr>
<tr>
<td>5A-3.6</td>
<td>Deep Tendon Reflexes.......................... 5A-10</td>
</tr>
<tr>
<td>5B</td>
<td>FIRST AID</td>
</tr>
<tr>
<td>5B-1</td>
<td>INTRODUCTION .................................. 5B-1</td>
</tr>
<tr>
<td>5B-2</td>
<td>CARDIOPULMONARY RESUSCITATION.................. 5B-1</td>
</tr>
<tr>
<td>5B-3</td>
<td>CONTROL OF MASSIVE BLEEDING.................... 5B-1</td>
</tr>
<tr>
<td>5B-3.1</td>
<td>External Arterial Hemorrhage.................... 5B-1</td>
</tr>
<tr>
<td>5B-3.2</td>
<td>Direct Pressure................................ 5B-1</td>
</tr>
<tr>
<td>5B-3.3</td>
<td>Pressure Points................................ 5B-1</td>
</tr>
<tr>
<td>5B-3.3.1</td>
<td>Pressure Point Location on Face................ 5B-2</td>
</tr>
<tr>
<td>5B-3.3.2</td>
<td>Pressure Point Location for Shoulder or Upper Arm 5B-2</td>
</tr>
<tr>
<td>5B-3.3.3</td>
<td>Pressure Point Location for Middle Arm and Hand 5B-2</td>
</tr>
<tr>
<td>5B-3.3.4</td>
<td>Pressure Point Location for Thigh................ 5B-2</td>
</tr>
<tr>
<td>5B-3.3.5</td>
<td>Pressure Point Location for Foot................ 5B-2</td>
</tr>
<tr>
<td>5B-3.3.6</td>
<td>Pressure Point Location for Temple or Scalp....... 5B-2</td>
</tr>
<tr>
<td>5B-3.3.7</td>
<td>Pressure Point Location for Neck................ 5B-2</td>
</tr>
<tr>
<td>5B-3.3.8</td>
<td>Pressure Point Location for Lower Arm............ 5B-2</td>
</tr>
<tr>
<td>5B-3.3.9</td>
<td>Pressure Point Location of the Upper Thigh........ 5B-2</td>
</tr>
<tr>
<td>5B-3.3.10</td>
<td>Pressure Point Location Between Knee and Foot....... 5B-4</td>
</tr>
<tr>
<td>5B-3.3.11</td>
<td>Determining Correct Pressure Point................ 5B-4</td>
</tr>
<tr>
<td>5B-3.3.12</td>
<td>When to Use Pressure Points....................... 5B-4</td>
</tr>
<tr>
<td>5B-3.4</td>
<td>Tourniquet..................................... 5B-4</td>
</tr>
<tr>
<td>5B-3.4.1</td>
<td>How to Make a Tourniquet....................... 5B-4</td>
</tr>
<tr>
<td>5B-3.4.2</td>
<td>Tightness of Tourniquet........................ 5B-5</td>
</tr>
<tr>
<td>5B-3.4.3</td>
<td>After Bleeding is Under Control................ 5B-5</td>
</tr>
<tr>
<td>5B-3.4.4</td>
<td>Points to Remember................................ 5B-5</td>
</tr>
<tr>
<td>5B-3.5</td>
<td>External Venous Hemorrhage..................... 5B-6</td>
</tr>
<tr>
<td>5B-3.6</td>
<td>Internal Bleeding................................ 5B-6</td>
</tr>
<tr>
<td>5B-3.6.1</td>
<td>Treatment of Internal Bleeding.................. 5B-6</td>
</tr>
<tr>
<td>5B-4</td>
<td>SHOCK ........................................ 5B-6</td>
</tr>
<tr>
<td>5B-4.1</td>
<td>Signs and Symptoms of Shock...................... 5B-6</td>
</tr>
<tr>
<td>5B-4.2</td>
<td>Treatment ....................................... 5B-7</td>
</tr>
<tr>
<td>5C</td>
<td>DANGEROUS MARINE ANIMALS ....................... 5C-1</td>
</tr>
<tr>
<td>5C-1</td>
<td>INTRODUCTION .................................. 5C-1</td>
</tr>
<tr>
<td>5C-1.1</td>
<td>Purpose........................................ 5C-1</td>
</tr>
<tr>
<td>Chap/Para</td>
<td>Page</td>
</tr>
<tr>
<td>-----------</td>
<td>------</td>
</tr>
<tr>
<td>5C-2</td>
<td>5C-1</td>
</tr>
<tr>
<td>PREDATORY MARINE ANIMALS</td>
<td>5C-1</td>
</tr>
<tr>
<td>5C-2.1</td>
<td>5C-1</td>
</tr>
<tr>
<td>Sharks</td>
<td>5C-1</td>
</tr>
<tr>
<td>5C-2.1.1</td>
<td>5C-1</td>
</tr>
<tr>
<td>Shark Pre-Attack Behavior</td>
<td>5C-1</td>
</tr>
<tr>
<td>5C-2.1.2</td>
<td>5C-1</td>
</tr>
<tr>
<td>First Aid and Treatment</td>
<td>5C-1</td>
</tr>
<tr>
<td>5C-2.2</td>
<td>5C-3</td>
</tr>
<tr>
<td>Killer Whales</td>
<td>5C-3</td>
</tr>
<tr>
<td>5C-2.2.1</td>
<td>5C-4</td>
</tr>
<tr>
<td>Prevention</td>
<td>5C-4</td>
</tr>
<tr>
<td>5C-2.2.2</td>
<td>5C-4</td>
</tr>
<tr>
<td>First Aid and Treatment</td>
<td>5C-4</td>
</tr>
<tr>
<td>5C-2.3</td>
<td>5C-4</td>
</tr>
<tr>
<td>Barracuda</td>
<td>5C-4</td>
</tr>
<tr>
<td>5C-2.3.1</td>
<td>5C-4</td>
</tr>
<tr>
<td>Prevention</td>
<td>5C-4</td>
</tr>
<tr>
<td>5C-2.3.2</td>
<td>5C-4</td>
</tr>
<tr>
<td>First Aid and Treatment</td>
<td>5C-4</td>
</tr>
<tr>
<td>5C-2.4</td>
<td>5C-4</td>
</tr>
<tr>
<td>Moray Eels</td>
<td>5C-4</td>
</tr>
<tr>
<td>5C-2.4.1</td>
<td>5C-5</td>
</tr>
<tr>
<td>Prevention</td>
<td>5C-5</td>
</tr>
<tr>
<td>5C-2.4.2</td>
<td>5C-5</td>
</tr>
<tr>
<td>First Aid and Treatment</td>
<td>5C-5</td>
</tr>
<tr>
<td>5C-2.5</td>
<td>5C-5</td>
</tr>
<tr>
<td>Sea Lions</td>
<td>5C-5</td>
</tr>
<tr>
<td>5C-2.5.1</td>
<td>5C-5</td>
</tr>
<tr>
<td>Prevention</td>
<td>5C-5</td>
</tr>
<tr>
<td>5C-2.5.2</td>
<td>5C-5</td>
</tr>
<tr>
<td>First Aid and Treatment</td>
<td>5C-5</td>
</tr>
<tr>
<td>5C-3</td>
<td>5C-6</td>
</tr>
<tr>
<td>VENOMOUS MARINE ANIMALS</td>
<td>5C-6</td>
</tr>
<tr>
<td>5C-3.1</td>
<td>5C-6</td>
</tr>
<tr>
<td>Venomous Fish (Excluding Stonefish, Zebrafish, Scorpionfish)</td>
<td>5C-6</td>
</tr>
<tr>
<td>5C-3.1.1</td>
<td>5C-6</td>
</tr>
<tr>
<td>Prevention</td>
<td>5C-6</td>
</tr>
<tr>
<td>5C-3.1.2</td>
<td>5C-6</td>
</tr>
<tr>
<td>First Aid and Treatment</td>
<td>5C-6</td>
</tr>
<tr>
<td>5C-3.2</td>
<td>5C-7</td>
</tr>
<tr>
<td>Highly Toxic Fish (Stonefish, Zebra-fish, Scorpionfish)</td>
<td>5C-7</td>
</tr>
<tr>
<td>5C-3.2.1</td>
<td>5C-7</td>
</tr>
<tr>
<td>Prevention</td>
<td>5C-7</td>
</tr>
<tr>
<td>5C-3.2.2</td>
<td>5C-7</td>
</tr>
<tr>
<td>First Aid and Treatment</td>
<td>5C-7</td>
</tr>
<tr>
<td>5C-3.3</td>
<td>5C-9</td>
</tr>
<tr>
<td>Stingrays</td>
<td>5C-9</td>
</tr>
<tr>
<td>5C-3.3.1</td>
<td>5C-9</td>
</tr>
<tr>
<td>Prevention</td>
<td>5C-9</td>
</tr>
<tr>
<td>5C-3.3.2</td>
<td>5C-9</td>
</tr>
<tr>
<td>First Aid and Treatment</td>
<td>5C-9</td>
</tr>
<tr>
<td>5C-3.4</td>
<td>5C-9</td>
</tr>
<tr>
<td>Coelenterates</td>
<td>5C-9</td>
</tr>
<tr>
<td>5C-3.4.1</td>
<td>5C-10</td>
</tr>
<tr>
<td>Prevention</td>
<td>5C-10</td>
</tr>
<tr>
<td>5C-3.4.2</td>
<td>5C-10</td>
</tr>
<tr>
<td>Avoidance of Tentacles</td>
<td>5C-10</td>
</tr>
<tr>
<td>5C-3.4.3</td>
<td>5C-10</td>
</tr>
<tr>
<td>Protection Against Jellyfish</td>
<td>5C-10</td>
</tr>
<tr>
<td>5C-3.4.4</td>
<td>5C-10</td>
</tr>
<tr>
<td>First Aid and Treatment</td>
<td>5C-10</td>
</tr>
<tr>
<td>5C-3.4.5</td>
<td>5C-11</td>
</tr>
<tr>
<td>Symptomatic Treatment</td>
<td>5C-11</td>
</tr>
<tr>
<td>5C-3.4.6</td>
<td>5C-11</td>
</tr>
<tr>
<td>Anaphylaxis</td>
<td>5C-11</td>
</tr>
<tr>
<td>5C-3.4.7</td>
<td>5C-11</td>
</tr>
<tr>
<td>Antivenin</td>
<td>5C-11</td>
</tr>
<tr>
<td>5C-3.5</td>
<td>5C-11</td>
</tr>
<tr>
<td>Coral</td>
<td>5C-11</td>
</tr>
<tr>
<td>5C-3.5.1</td>
<td>5C-11</td>
</tr>
<tr>
<td>Prevention</td>
<td>5C-11</td>
</tr>
<tr>
<td>5C-3.5.2</td>
<td>5C-11</td>
</tr>
<tr>
<td>Protection Against Coral</td>
<td>5C-11</td>
</tr>
<tr>
<td>5C-3.5.3</td>
<td>5C-11</td>
</tr>
<tr>
<td>First Aid and Treatment</td>
<td>5C-11</td>
</tr>
<tr>
<td>5C-3.6</td>
<td>5C-12</td>
</tr>
<tr>
<td>Octopuses</td>
<td>5C-12</td>
</tr>
<tr>
<td>5C-3.6.1</td>
<td>5C-13</td>
</tr>
<tr>
<td>Prevention</td>
<td>5C-13</td>
</tr>
<tr>
<td>5C-3.6.2</td>
<td>5C-13</td>
</tr>
<tr>
<td>First Aid and Treatment</td>
<td>5C-13</td>
</tr>
<tr>
<td>Chap/Para</td>
<td>Page</td>
</tr>
<tr>
<td>-----------</td>
<td>------</td>
</tr>
<tr>
<td>5C-3.7</td>
<td>5C-13</td>
</tr>
<tr>
<td>5C-3.7.1</td>
<td>5C-13</td>
</tr>
<tr>
<td>5C-3.7.2</td>
<td>5C-13</td>
</tr>
<tr>
<td>5C-3.8</td>
<td>5C-14</td>
</tr>
<tr>
<td>5C-3.8.1</td>
<td>5C-14</td>
</tr>
<tr>
<td>5C-3.8.2</td>
<td>5C-14</td>
</tr>
<tr>
<td>5C-3.9</td>
<td>5C-15</td>
</tr>
<tr>
<td>5C-3.9.1</td>
<td>5C-15</td>
</tr>
<tr>
<td>5C-3.9.2</td>
<td>5C-15</td>
</tr>
<tr>
<td>5C-3.10</td>
<td>5C-16</td>
</tr>
<tr>
<td>5C-3.10.1</td>
<td>5C-16</td>
</tr>
<tr>
<td>5C-3.10.2</td>
<td>5C-17</td>
</tr>
<tr>
<td>5C-3.10.3</td>
<td>5C-17</td>
</tr>
<tr>
<td>5C-3.11</td>
<td>5C-18</td>
</tr>
<tr>
<td>5C-3.11.1</td>
<td>5C-18</td>
</tr>
<tr>
<td>5C-3.11.2</td>
<td>5C-18</td>
</tr>
<tr>
<td>5C-4</td>
<td>5C-18</td>
</tr>
<tr>
<td>5C-4.1</td>
<td>5C-18</td>
</tr>
<tr>
<td>5C-4.1.1</td>
<td>5C-19</td>
</tr>
<tr>
<td>5C-4.1.2</td>
<td>5C-19</td>
</tr>
<tr>
<td>5C-4.2</td>
<td>5C-19</td>
</tr>
<tr>
<td>5C-4.2.1</td>
<td>5C-20</td>
</tr>
<tr>
<td>5C-4.2.2</td>
<td>5C-20</td>
</tr>
<tr>
<td>5C-4.3</td>
<td>5C-20</td>
</tr>
<tr>
<td>5C-4.3.1</td>
<td>5C-20</td>
</tr>
<tr>
<td>5C-4.3.2</td>
<td>5C-20</td>
</tr>
<tr>
<td>5C-4.4</td>
<td>5C-20</td>
</tr>
<tr>
<td>5C-4.4.1</td>
<td>5C-21</td>
</tr>
<tr>
<td>5C-4.4.2</td>
<td>5C-21</td>
</tr>
<tr>
<td>5C-4.4.3</td>
<td>5C-21</td>
</tr>
<tr>
<td>5C-4.5</td>
<td>5C-21</td>
</tr>
<tr>
<td>5C-4.5.1</td>
<td>5C-21</td>
</tr>
<tr>
<td>5C-4.5.2</td>
<td>5C-21</td>
</tr>
<tr>
<td>5C-4.6</td>
<td>5C-22</td>
</tr>
<tr>
<td>5C-4.6.1</td>
<td>5C-22</td>
</tr>
<tr>
<td>5C-4.6.2</td>
<td>5C-22</td>
</tr>
<tr>
<td>5C-4.7</td>
<td>5C-22</td>
</tr>
<tr>
<td>5C-4.7.1</td>
<td>5C-22</td>
</tr>
<tr>
<td>5C-5</td>
<td>5C-22</td>
</tr>
</tbody>
</table>

**REFERENCES FOR ADDITIONAL INFORMATION**